Instructions for TP Vial Labeled:
	( TP or ( DP  (please check one)

DUPLICATE for LAB USE

Site ID: 



For lab quality control purposes, 10% of TP/DP samples should be taken as DUPLICATES.  
Sampling procedure: 

· Use a clean (rinsed 3X with surface water) Nalgene container to collect > 200 mL of samples. Shake container to homogenize and pour off into two 50mL glass vials; one for regular sample and one for the Lab Duplicate.

· Fill each sample container only to the black line.
· Check the type of sample TP or DP
· Write the site location on the Duplicate label.

· Place Lab Duplicate directly behind its regular sample twin in rack.

Your program will not be charged for the extra sample(s).

This policy does not apply to field duplicates.  Field duplicates are two separate samples collected at the same field location, but have separate sample numbers.
  








